[Review of normal spectral emissivity standard reference materials].
In order to improve the accuracy of spectral emissivity measurement, standard reference materials of spectral emissivity as the dissemination of quantity in spectral emissivity measurement are used for the calibration of spectral emissivity measurement apparatus. In the present paper, firstly the standard reference materials data proposed by the American National Institute of Standards and Technology are introduced, and some underlying standard reference materials suggested by some metering departments in Europe are analyzed in detail For the standard reference material Armco iron and SiC proposed by some researchers, the advantages and disadvantages were explored. Finally, the characteristics of standard reference materials are summarized, and the future development of spectral emissivity measurement standard is prospected.